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ABSTRACT

Integrating a force feedback haptic device with atomic force microscopy (AFM)
improves the capability to investigate and manipulate the objects on a micro- and nanoscale
surface. The haptic device provides the researcher with a sense of touch and movement by
changing the position of the stylus or amount of force on it. The developed system’s
concept is to provide the user a sense and feel and control of the AFM probe at the
nanoscale. By positing the haptic stylus, the user generates reference to commands to the
AFM probe. In turn, forces experienced by the probe are communicated to the haptic and
transferred to the user. In order to ensure that the forces that act on the haptic and the probe
are accurate, it is important to calibrate the normal and lateral forces that act on the tip of
the probe. These forces are generated due to using a contact mode interaction between the
probe tip and the sample surface. The haptic-probe coupled motion is tested to reach the
desired results. Also, a low pass filter is used to remove the undesirable high frequency
content from the input force to the haptic since it affects the interaction between the probe’s
tip and the sample’s surface. To close, the sensitivities of haptic to the probe position, and
displacement of the probe to the force on the haptic are discussed.
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1. INTRODUCTION

Atomic force microscopy (AFM) is an essential tool for nanotechnology
researchers. The use of the AFM allows material to be imaged and manipulated at
nanoscale precision. The process involves scanning an object, manipulating the object, and
then scanning the object again to confirm that the manipulation(s) have produced the
desired results. The entire process is time consuming and requires great effort. A forcefeedback haptic device improves on the process by allowing the researcher to feel the
surface of the material as scanning and manipulation occurs allowing for a more efficient
touch-based manipulation.

1.1. ATOMIC FORCE MICROSCOPY
In 1986, Binnig invented the atomic force microscopy [1] to increase the ways that
different materials such as conductors and insulators can be examined at the nanoscale. An
AFM allows researchers to investigate at the level of an angstrom, a measurement which
is equal to 0.1 nanometers on the nano scale. Using microscopy to image a sample surface
allows the roughness of a surface to be defined and can allow the properties of the material
to be changed through manipulation.
The main component of the atomic force microscopy is shown in Figure 1.1. During
AFM, a laser is pointed at the probe (cantilever), to allow the detector to identify any
change in probe position. Moving the stage or the probe while the tip of the probe is
touching the sample surface will cause a change in the laser point on the detector due to
the bending or twisting of the probe.
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Figure 1.1 Schematic of Atomic force microscopy

1.2. FORCE FEEDBACK HAPTIC
A force feedback haptic device is a mechanical device that provides a user with a
sense of touch and movement by changing the position or amount of force. It is used as a
tele-robotic system to provide the user with a virtual environment. In 1964, Mosher [2],
1968 Corliss [3], and 1983 Thring [4] created methods of designing a force feedback haptic
device. Haptic devices have many applications such as in simulator systems, tele-operator
systems, video games, mobile devices, and virtual reality environments.
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1.3. HAPTIC-AFM INTERFACE
Sitti, 1998 [5] and Guthold, 2000 [6] developed a force feedback haptic device as
an interface with AFM. Li, 2004 [7] developed the first real-time nanomanipulator by
interfacing the haptic with AFM. In this thesis, a force feedback haptic device is interfaced
with custom AFM.
The haptic is used to interface with AFM system in this thesis is the Geomagic®
Touch™ X Haptic Device. This device was created as a result of the research of Massie,
1993 [8]. This haptic is interfaced with the AFM located in the Precision Motion Control
Laboratory (PMCLab) at the Missouri University of Science and Technology.
The system’s concept is shown in Figure 1.2 and provides the user with a sense and
the feel of the nano scale in the probe of the AFM using the haptic device. The user applies
force to change the haptic position in one scale and the device changes the probe in a nano
scale. This change applies a nano scale force on the probe which has been scaled to the
user’s needs through the haptic so that the user can feel the same direction of the force on
the probe.

Figure 1.2 Concept of the haptic-AFM interface
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1.4. RESEARCH OBJECTIVE
The need to perform accurate manipulation in the micro- and nanoscale continues
to grow. The uses of these manipulations include achieving material geometrics, especially
3D geometrics, in the micro or nano scale. These tasks to be performed in an explorative
or manipulative capacity by enhancing the AFM. This thesis works to improve the AFM’s
capability to investigate and manipulate objects on a micro- and nanoscale surface by
integrating a force feedback haptic device for AFM using contact mode. This technique
includes programing the haptic to control the cantilever movement and to sense the force
from the cantilever’s tip. Calibrating and filtering the system signal is also explored.
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2. LITERATURE REVIEW

This chapter includes a literature review of the forces impacting the cantilever of
the AFM and the development of AFM integrated with haptic device. Section 2.1 provides
a review of the forces acting on the tip of the cantilever as a result of moving the probe
above the sample surface. Ways of integrating a force feedback haptic device with atomic
force microscopy is reviewed in Section 2.2.

2.1. INTERACTION FORCES
The normal and lateral forces that act on the tip of the cantilever are shown in
Figure 2.1. Prior to developing a haptic user interface with AFM, these forces must be
properly understood through the use of a thorough study and review of the literature
regarding these forces without regard to attractive and repulsive forces [7, 9]. The normal
and lateral forces must be calibrated before they are sent to the haptic [3].
2.1.1. Tip Forces. The best approach to calculate tip forces is found in [7] [9].
These forces can be identified using Hooke’s law which calculates force using the spring
constant (k) and the amount of deflection (Δx)

F  k x

(1)

So, from Figure 2.1 the force in normal direction is,

Fn  k z

(2)

where the k is the spring constant of the cantilever, and δz is change in position in z direction
(bending).
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The force from the lateral direction is,
k
Fl  l  x
h

(3)

where kl is the torsional constant, h is the cantilever tip height, and the θx is the change in
x axis angle due to the lateral force (twist).

Figure 2.1 Force analysis of an AFM cantilever where O point is the origin of the
cantilever frame [7]

To calculate the force on the tip apex. The Fx, Fy, and Fz act on point O in Figure 2.1
as τx, τy, and τz [7, 9]. The XYZ torques can be calculated as,

 x  Fy h

(4)

 y   Fz l  Fx h

(5)

 z  Fy l

(6)

where l is the cantilever length. θx is generated from τx, δz is produced from τy, and δz can
be neglected from τz since it is very small deflection [7, 9].
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To calculate the forces, the δz and θx should be found first. To find these parameters,
a photodiode is used to measure these values as shown in Figure 2.2 as,

Sn 

( A  B)  (C  D)
A B C  D

(7)

Sl 

( A  C )  ( B  D)
A B C  D

(8)

where Sn is the normal photodiode signal, and Sl is the lateral photodiode signal. To relate
equation (5) with (7) and equation (6) with (8), the normal and lateral gains (Kn and Kl) are
added and should be calibrated for each AFM (see Section 2.1.2)

Figure 2.2 Photodiode detector. A, B, C, and D are signal output [9]

 z  K n Sn

(9)

 x  Kl Sl

(10)

Therefore, the combination of equation (2) with (9) and equation (3) with (10) become

Fn  kKn Sn

(11)
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k
Fl  l Kl Sl
h

(12)

To find the relationship between the normal and lateral forces with the XYZ forces based
on Figure 2.1,

y

h
Fx
l

(13)

k
kK
Fy  l  x  l l Sl
h
h

(14)

Fn  

l

Fl 

 Fz 

Fy
sin( )

Fx  Fy tan( )

(15)
(16)

where φ is the angle between the tip motion in XY plane with respect to the X-axis. A
problem arises when the φ is zero and there is no motion in the Y axis. When this occurs,
it will make equations (15) and (16) unmeasurable. To avoid this case, the angle of motion
in XY plane should be bounded [9]. Based on the above equations, the XYZ forces can be
written as

kK
Fy  l l Sl
h

Fx  

Fy
tan 

h
Fz  kK n Sn  Fx
l

(17)

(18)

(19)

Note: Fx should be calculated before calculations of Fx and then Fz.
2.1.2. Calibration. It is important to calibrate the forces on the tip precisely to
ensure that the forces that act on the haptic and the cantilever are accurate. Equations (17),
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(18), and (19) use k, the spring constant of the cantilever, something which is usually
provided by the manufacturer. Kn is the normal force gained and can be found using the
approach retract method to find the slope between the deflection in Z axis and the normal
signal of the photodiode. Equation (9) defines Kn as

Kn 

d z
dSn

(9)

This approach is used in most of the calibration methods found in the literature to
determine the normal gain to calculate the normal force on the tip of the cantilever [10].
The lateral gain, Kl, in (17) is very hard to find by itself [10]. Many approaches are used to
calibrate this direction [11, 12, 13]. The approach in [10] is close to what has been used in
[13], but in a simpler way. The approach uses a tilted sample to move the cantilever tip up
and down on the surface as shown in Figure 2.3. This approach is used to calibrate the
lateral direction for this thesis (see Section 4.1.2).

Figure 2.3 Force component from sliding the cantilever up and down on the tilted sample
surface [10]
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2.2. HAPTIC-AFM INTERFACE
A commercial haptic device is used to integrate the device with an AFM [14, 15,
16]. The specification of the haptic device can affect the result of interfacing the device
with an AFM [14]. As shown in Figure 2.4, there are many different types of haptic devices
including the workspace, maximum force, and position resolution.

Figure 2.4 (a) force feedback joystick, (b) Phantom Desktop, (c) Phantom Omni [14]

There are different set ups used to interface a specific type of AFM with a specific
type of a haptic device. In approach [9], one of the first real-time haptic devices interfaced
with an AFM. The interface used the capabilities of new technologies and had a super
computer collect and control real-time data. The system configuration of approach [9] is
shown in Figure 2.5.
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Figure 2.5 (1) AFM head, (2) Signal access module, (3) Controller, (4) Main computer,
(5) Ethernet, (6) Second computer, (7) CCD camera, (8) Inverted optical microscope, (9)
Phantom, (10) Single monitor, (11) Twin-monitor [9]
Approach [17], focuses on obtaining better imaging and graphics with real-time
data as shown in Figure 2.6.
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Figure 2.6 Haptic AFM system for simulation [17]

In approach [18], the AFM cantilever is used as adaptable end effector during
manipulation. The adaptable end effector is controlled to maintain straight and that the
control signal is shown on the haptic as force data [18]. Figure 2.7 shows the system setup.
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Figure 2.7 Set up of the haptic AFM system using adaptable end effector [18]

In approach [19], the haptic is used to make the user feel the change of the cantilever
tip position while the probe is cutting the sample. The schematic diagram of the
experimental set up of nanometer-scale manipulation and ultrasonic cutting using an
atomic force microscope controlled by a haptic device is shown in Figure 2.8.
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Figure 2.8 Schematic diagram of the experimental setup of an
AFM with a nano manipulator and an ultrasonic nano-cutter [19]
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3. METHODOLOGICAL DESIGN

Developing the haptic device interface for an AFM requires an understanding of
the sample forces on the cantilever, the system hardware and software. There are two forces
acting on the cantilever (i.e., normal and lateral) that will be transmitted to the user through
the haptic. These forces will be explained on Section 3.1. The main AFM hardware
components are shown in Figure 3.1: Micro Stage, Nano Stage, Sample, Photodiode
detector, Laser, Mirror, and Picocube are mounted on vibration isolation table.

Figure 3.1 Photo of the main AFM components: Micro Stage, Nano Stage, Sample,
Photodiode detector, Laser, Mirror, and Picocube
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An M-112.1DG Compact Micro‐Translation Stage from Physik Instrumente (PI) is
used for AFM as a micro stage with 25 mm travel range and 0.05 μm resolution. Table 3.1
shows the technical data of the micro stage [20].

Table 3.1 Micro stage specifications [20]
Travel range
25 mm
Resolution
0.05 μm
Maximum velocity
1.5 mm/sec
Maximum holding force
10 N
Motor type
DC motor
Operating voltage
0 to ±12 V
Mass
0.3 Kg
Controller
C-863.11 Controller

A P‐621.2CL PIHera XY Piezo Stage is used for the XY nano stage axes with 100
μm travel range and 0.4 nm resolution. Table 3.2 shows the technical data of the nano stage
[21].

Table 3.2 Nano stage specifications [21]
Travel range XY
100 μm
Travel range Z
50 μm
Resolution
0.2 nm
Linearity:
0.02%
Load capacity
10 N
Mass
0.12 kg
Controller
E-500 Modular Piezo Controller
Also, A P‐620.ZCL PIHera Precision Z‐Stage for the Z axis with 50 μm travel range
and 0.2 nm resolution. The picocube is P-363 PicoCube XYZ with 5 μm travel range and
0.1 nm resolution. Table 3.3 shows the technical data of the picocube [22].
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Table 3.3 Picocube specifications [22]
Travel range
5 μm
resolution
0.1 nm
Linearity
0.05%
Load capacity
10 N
Mass
225 g
Controller
E-536 PicoCube Controller

3.1. FORCE ON THE CANTILEVER
The force acted on the tip of a cantilever using contact mode is due to moving the
probe in three directions using the Cartesian coordinate as shown in Figure 3.2. Moving
the cantilever in the Z direction generates a normal force Fn in N in the opposite direction
on the cantilever causing a deflection in the Z direction by δz in nm. The lateral force Fl in
N caused by the movement in the Y direction causes the cantilever to twist around X axis
with θx in radian as shown in Figure 3.3. Deflections resulting from forces in the X
direction are negligible because of the high stiffness of the cantilever in that direction [7].

Figure 3.2 Schematic of forces on an AFM cantilever
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The normal and lateral forces are derived from Hooke's law as,
Fn  k z

(1)

k
Fl  l  x
h

(2)

where k is the cantilever spring constant in N / nm, kl is the cantilever torsional spring
constant in the lateral direction in N-nm / radian, and h is the tip height in nm as shown in
Figure 3.3.

(a)

(b)

Figure 3.3 Schematic of the effect of the forces on the tip of the cantilever, (a) bending
motion from normal force Fn, and (b) torsional motion from lateral force Fl

The photodiode can detect the change of the cantilever position in Z direction as the change
of the photodiode vertical signal in Volte as shown in Figure 3.4, VV,

19

Figure 3.4 Schematic of the photodiode detector where A, B, C, and D are the voltages
output from the photodiode

Vv 

( A  B)  (C  D)
,
A B C  D

(3)

and,

 z  SnVv ,

(4)

where A, B, C, D represent the voltage detected by the photodiodes in the quad-cell
photodetector and Sn is the voltage sensitivity to be determined. The photodiode horizontal
signal Vh can detect the twist θx as,

Vh 

( A  C )  ( B  D)
,
A B C  D

(5)

and,

 x  SlVh ,

(6)

where Sl is the voltage sensitivity for the cantilever twist around the X axis.
Then, from (1) and (2) with (4) and (6) the normal and lateral force acted on the
cantilever can be drive as:
Fn  kSnVv

(7)

20

k
Fl  l SlVh
h

(8)

3.2. HAPTIC INTEGRATION
The Geomagic Touch X (formerly Phantom Desktop), shown in Figure 3.5, is used
as the force feedback haptic device. This haptic gives a precise position with 0.023 mm
resolution, 160 mm width (Yh) x 120 mm height (Zh) x 120 mm depth (Xh) as force
feedback workspace, 7.9 N maximum force, and the spring stiffness for XYZ axes are 1.86,
2.35, and 1.48 N/mm, respectively [23]. Inputs to the haptic device are six axes of stylus
motion (Xh Yh Zh) position and Pitch, roll, yaw axes of rotation and a binary button located
on the stylus. The outputs are three axes of force (Fh,x Fh,y Fh,z).
The axes of the haptic device (Xh Yh Zh) as shown in Figure 3.5 are set it to match
the cantilever axes (Xp Yp Zp) as shown in Figure 3.2 for the cantilever. This is to make the
user feel the same direction of force on the normal and lateral direction by using the haptic.
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Figure 3.5 Photo of the Geomagic Touch X haptic device

The haptic comes with two Ethernet ports to connect the device with a PC. Using
Ethernet cable to connect the device with a USB Ethernet Adapter as shown in Figure 3.6.
This adapter has a USB port as an output to the host PC.

Figure 3.6 Haptic device to host PC connection
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Figure 3.7 shows a block diagram for the AFM and the haptic device software and
hardware. Starting from the right, the user changes the stylus position Xh, Yh, Zh of the
haptic device to change the cantilever (probe) position Xp, Yp, Zp at the end. At each clock
cycle of the haptic device, the stylus position is measured and transferred to the host PC.
A separate clock on the PC is used to trigger the transfer of the stylus position to the Realtime system (target). When the target gets the haptic position, it scales the values to fit to
the picocube range. At each clock cycle of the real-time system, the scaled values are
applied as set point (reference position) for the PI controller of the PicoCubeTM. The PI
control loop applies input voltages to the PicoCubeTM to move the PicoCubeTM, and thus
the probe, to the set point. Deflection of the cantilever probe is measured by real-time
system from the photodetector voltages,Vn and Vl. The forces on the probe, Fn and Fl are
calculated with (7) and (8). Haptic forces, scaled from Fn and Fl are calculated on the realtime system and transferred to the host at 0.1 ms clock cycle (real-time system
communication clock), which is then transferred to the haptic device at each 2 ms clock
cycle (haptic communication clock). Thus, the interconnection of the entire process allows
the user to feel the force on the stylus, as the position of the haptic changes. Pressing the
stylus button temporarily disables the force and position interaction.
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Figure 3.7 Block diagram of the AFM integrated with haptic device

Fh, Z  Fn K f

(9)

Fh,Y  Fl K f

(10)

where Kf is the scale between the cantilever force and the haptic in Z and Y axes. This gain
is important to amplify the forces from the cantilever since the forces acted on the tip are
very small (Fn and Fl ≈ nN).
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3.3. SYSTEM SOFTWARE INTERACTION
There are three primary software pieces for using the AFM integrated with haptic
device, each is coded separately. Software for interacting with the haptic device is written
in the C\C++ programing language, and runs on the host PC. The microstages control
software is written in LabView and runs on the host PC. The nanostages, picocube, and
photodiode software control runs on the target PC using software written with LabVIEW
Real-Time Module as shown in Figure 3.8.

Figure 3.8 The AFM system software interaction

3.3.1. Haptic Device. The haptic device comes with a OpenHaptics Software
Development toolKit (SDK) that includes the OpenHaptics Programmer’s Guide and
OpenHaptics API Reference. The OpenHaptics SDK is used to program the haptic device.
As discussed above, the haptic device software is used to read position and write forces to
the haptic. This toolkit provides Haptic Device API (HDAPI), and Haptic Library API
(HLAPI) which contain examples and a library of C\C++ code for the haptic. From the
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OpenHaptics Programmer’s Guide “HDAPI requires the developer to manage direct force
calculation for the haptic device whereas HLAPI handles the computations of haptic
rendering based on geometric primitives, transforms, and material properties” [24].
Therefore, the HDAPI example and libraries where used to code the haptic. There
are three methods to run the haptic from LabVIEW:
1) Import the entire functions of the HDAPI library using shared library then build the
code.
2) Import one by one function from HDAPI library using call library function node.
3) Create what is needed in C\C++ and then build it into a dynamic-link library (DLL) that
is imported to LabVIEW.
The third method is found to be the easier to use with less code complexity and less
debugging needed, which is difficult to do since the code must be compiled an integrated
into Labview and thus cannot be debugged in operation. So, once building the proper
C\C++ code for the haptic, a dynamic-link library (DLL) is created to make the host PC
through LabVIEW communicates with haptic. This DLL should follow a specific main
steps, a flow chart of what the DLL main steps appear is shown in Figure 3.9.
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While
Loop

Figure 3.9 A flow chart of the main steps of a simple HDAPI program

Each step of the program flow chart shown in Figure 3.9 is done in sequence. The
first step is to initialize the device and start the scheduler. The scheduler from the
OpenHaptics Programmer’s Guide is “manages a high frequency, high priority thread for
sending forces and retrieving state information from the device”[24]. From beginning the
haptic frame until ending the frame should be inside a while loop, where the haptic frame
is the while loop shown in Figure 3.9 that calculates the forces for the device per each run.
Thus, the haptic will send stylus position (Xh, Yh, Zh) and will receive the haptic force (Fh)
only once per each loop run. Increasing the rate of the frame loop will provide more
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stability and responsiveness of the device [25]. Note that increasing the rate will increase
the amount of the central processing unit (CPU) being used in the host PC.
3.3.2. Host PC. The host PC runs a LabVIEW program which operates the user
interface, interfaces with the real-time system, and operates the haptic device and the micro
stage, as shown in Figure 3.8. The haptic’s DLL functions are being called from LabVIEW
in the host PC using Call Library Function Node (CLFN); this method is used to call a
specific function on C\C++ DLL file. Function prototype in C/C++ code does not exactly
match the style in LabVIEW, where the function prototype is the data type of the parameter
that the function is using, Table 3.4 shows the different in data type of the parameters
between C\C++ and LabVIEW. Since, some of the functions are not supported in
LabVIEW [26]. Also, some of the data type needs to be changed to match the LabVIEW
style as shown in table 3.4 [27][28].The frame loop of the haptic device as shown in Figure
3.9 is set to run at the haptic communication clock rate in the DLL and LabVIEW.

Table 3.4 Numeric parameters between C\C++ and LabVIEW [27][28]
Numeric Data Type Setting Equivalent C Data Type
Signed 8-bit Integer
char
Signed 32-bit Integer
long
Unsigned 32-bit Integer
unsigned long
64-bit Real Number
double
Signed 32-bit Integer
integer

3.3.3. Real-time System. The real-time system runs the nano stage and picocube
using LabVIEW Real-Time Module where the photodiode detector is running on the realtime system using a field programmable gate array (FPGA) and communicate with
LabVIEW Real-Time Module as shown in Figure 3.8. The FPGA is used to measure and
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process the photodiode signal, which requires a higher speed sampling and processing than
is possible on the target (the FPGA runs at a 40 MHz rate whereas the LabVIEW RealTime Module runs at 10 kHz).
Also, the LabVIEW Real-Time Module can move the micro stage by sending the
new set point using network variable to the host PC. So, the user can control the position
of the micro stage, nano stage, and picocube from the LabVIEW Real-Time Module
interface which makes the system easier to use with one panel rather than using each part
of the system separately.

3.4. ENGAGING THE CANTILEVER WITH SAMPLE
The user cannot engage the cantilever tip with surface of the sample using the
haptic-picocube coupled motion. Therefore, an algorithm is needed to detect if the tip of
the cantilever is engaged with the sample, and if not, guide the microstage and nanostage
to engage the tip. Before moving the picocube or the nano stage to bring the cantilever and
the sample closer to one other using jogs or the engage algorithm, it is important to smooth
the step input to avoid damaging the expensive piezoelectric stages. Therefore, a smooth
interpolator such as the Linear Segments with Parabolic Blends interpolator (LSPD) is
needed to perform this step [30].
In this thesis, a contact mode is used as method of contact between the cantilever
and the surface. Therefore, if a certain change in the photodiode vertical signal with a small
change in the picocube position, this means a contact occurred between the sample and the
tip of the cantilever; bending on the cantilever happened.
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The flow chart in Figure 3.10 shows the engage process that was developed. Before
running the algorithm it is better to make the sample as close as possible using the human
eye and moving the sample using the micro stage for faster movement until the sample is
close to the probe. Next, using the algorithm in Figure 3.10, the procedure starts with
checking the set point of the photodiode vertical signal if it is reached or not. If not, the
nano stage will move up a small step with 1 nm increment. If he nano stage reached
maximum position which 0.2 µm, then the nano stage will go down to 0 µm position. Once
the nano stage reached the 0 µm position the micro stage starts moving up with 0.16 µm
increment which is 80% from the nano stage range. This process will continue until the
photodiode vertical signal starts to change and reached the set point which means the tip
of the cantilever touched the sample surface.

Figure 3.10 Engaging the cantilever with sample process flow chart
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This method also can be used with replacing the nano stage movement by the
picocube. The picocube is better to use if the haptic-picocube coupled motion will be used.
However the nano stage movement is important for the future work especially for the dual
-probe atomic force microscopy.
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4. EXPERIMENTAL RESULTS AND ANALYSIS

Haptic testing, calibration, and filter design for noise reduction in the haptic
interface are presented in this section. Rectangular and triangular cantilevers type is used
to perform the experiment and test the forces impacting these type of cantilevers. The
system is calibrated by adjusting the forces (i.e., normal and lateral) to improve the fidelity
of the system (Section 4.1) [10]. Furthermore, the relationship between the sensitivity of
the haptic-picocube position with the resolution and range of the picocube are clarified. In
addition, the haptic force sensitivity with the photodiode output is explained (Section 4.2).
In this chapter, a low-pass filter is used for the photodiode signal to remove high-frequency
noise from the signal (Section 4.3).
A contact mode rectangular cantilever (Top Visual Contact Silicon Cantilevers
VIT_P_C-A series [29]) is used to obtain most of the results in this chapter. The cantilever
used is show in Figure 4.1. The specifications of this cantilever are presented in Table 4.1.

Figure 4.1 Photo of Top Visual Contact Silicon Cantilevers VIT_P_C-A series [29]
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After placing the probe on the picocube holder, the holder is then placed on the
picocube to point the laser at the end of the cantilever to obtain the best sensitivity and least
noise from the photodiode output signal. Figure 4.2 provides an image of the probe on the
picocube holder and Figure 4.3 shows the picocube holder positioned with the cantilever
positioned above the picocube.

Table 4.1 Cantilever specification [29]
Cantilever length, L 450 µm
Cantilever width, W
50 µm
Cantilever thickness, t 2.5 µm
Tip height, h
15 µm
Force constant, k
0.3 N/m

Probe

Figure 4.2 Contact mode cantilever placed on the picocube holder
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(a)

(b)

Figure 4.3 The picocube holder with the cantilever is placed above the sample, and a
laser pointed on the cantilever end. (a) Perspective view (b) Side view

Using a spot at the end of the cantilever is important to avoid noise from the
photodiode signal output. Figure 4.4 shows the effect of using reflection on the cantilever
as well as the differences between the use of a triangular cantilever and a rectangular
cantilever. In addition, Figure 4.5 shows the fast Fourier transform (FFT) of both signals.

Photodiode vertical signal (V)

Photodiode vertical signal (V)
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Figure 4.4 The photodiode vertical voltage signal in disengaged case for 5 seconds

When sending the sample away from the cantilever, the difference in maximum and
minimum values for the triangular cantilever is 0.0195 V and 0.0140 V for the rectangular
cantilever. The triangular cantilever showed some low frequency noise between 0 to 60
Hz, on the contrary, the rectangular cantilever showed less low frequency noise at the
same range.

Photodiode vertical signal (V)

Photodiode vertical signal (V)
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Figure 4.5 The FFT of the photodiode vertical voltage signal in disengaged case for
5 seconds

Figure 4.6 shows an example of moving the picocube with an LSPD interpolator
for the 1000 nm step input to the interpolator before engaging the probe with the sample.
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Figure 4.6 Picocube motion using LSPD interpolator with 1000 nm step input for Zdirection

4.1. FORCE CALIBRATION
It is important to calibrate the forces on the tip precisely to ensure that the forces
that act on the haptic and the cantilever are accurate. Thus, the normal (Sn) and lateral (Gl)
gains are calibrated for the haptic-AFM system using the rectangular cantilever. Section
4.1.1 explains the method of calibrating the normal gain while Section 4.1.2 explains the
method of calibrating the lateral gain for the system.
4.1.1. Normal Gain Calibration. Signal gain in the normal direction or sensitivity
of the optical device (Sn) is obtained from the slope between the photodiode vertical signal
and picocube Z-axis position. First, the XY movement of the picocube is fixed to find this
gain. Second, the cantilever is moved in the Z direction while the tip is touching the surface
of the sample. Third, the picocube position (Pz in nm) is plotted with the photodiode vertical
signal (Vv in V) as shown in Figure 4.7. This procedure is to eliminate any forces in XY
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directions, and find the relation between the photodiode vertical signal and the cantilever

Photodiode signal (V)

position in Z direction only as shown in Figure 4.8.
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Figure 4.7 The photodiode vertical voltage signal and picocube Z-axis position in
approach-retract case for 0.3 seconds

The signal gain in the normal direction (Sn in nm/V) is defined as,
Sn 

dPz
dVv

(11)
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Figure 4.8 The photodiode vertical voltage signal and picocube Z-axis position in
approach case only for 0.05 seconds

Based on Figure 4.8 using the linear polynomial curve, the line equation is,
Vv  Sn  Pz  x

(12)

coefficient Sn (with 95% confidence bounds) is found to be 1117 nm/V. Also, with using
the rectangular cantilever the normal cantilever stiffness (k) is 0.3 N/m, so, the normal
force Fn in N in (7) is equal to,

Fn  0.3 109 Vv  1117 

(13)

Fn  335.1109 Vv

(14)

4.1.2. Lateral Gain Calibration. The lateral force on the cantilever is defined in
equation (8). It is difficult to obtain Sl separately. However, finding (Gl = kl Sl / h) is easier
[10]. This section explains how to use this method to calibrate the lateral direction with
respect to the normal direction. When a tilted sample is used, the cantilever is slid up and
down, and the slope of the sample is known as shown in Figure 4.9. The force generated
on the tip is,
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Fn  N cos  ( N  A)sin 

(15)

Fl  N sin   ( N  A) cos 

(16)

Fn  N  cos   (  N   A)sin 

(17)

Fl  N  sin   ( N   A) cos 

(18)

where Fn and Fl are the normal and lateral forces, respectively, on the cantilever when
sliding down. Fn’ and Fl’ are the normal and lateral forces, respectively, on the cantilever
when sliding up, N is the repulsive force, and µN+A=f is the friction force from normal
force and the adhesive force A. The angle of the tilted surface is θ.

Figure 4.9 Forces components on the cantilever from sliding the tip on a tilted surface
sample

The slope of the sample is calculated from imaging the sample surface as shown in
Figure 4.10. The slope of the sample is not a perfect line (blue) so a line was generated
(red) to fit the slope of the sample.
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Figure 4.10 The surface slope of the sample from imaging mode (calibration sample)

Then,

Fl sin    cos 

Fn cos    sin 

(19)

Fl sin    cos 

Fn cos    sin 

(20)

Vv
1

Fn kSn

(21)

Fl kl Sl

 Gl
Vh
h

(22)

And, from (7),

Also, (8),

Using equation (19) and (20) with (21) and (22), yields,
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Gl

Vv 1
sin    cos 

Vh kSn cos    sin 

(23)

Gl

Vv 1
sin    cos 

Vh kSn cos    sin 

(24)

To find the unknown (Gl and μ) in (23) and (24), the tip of the cantilever is slid
along the Y-axis on the sample as shown in Figures 4.9 and 4.10 with zero change in the
X-axis position. Performing these steps eliminates the force in the X direction. The result
of moving the cantilever is shown in Figure 4.11.
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Figure 4.11 The photodiode signal in vertical and horizontal direction in V with moving
the picocube in Z and Y axes in nm for 7 seconds

The result in Figure 4.12 is from sliding the cantilever down as shown in Figure
4.9 on the sample in YZ plane to obtain

Vv
in (23).
Vh
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Figure 4.12 The vertical and horizontal photodiode signal in V from sliding the cantilever
down on the sample

The result in Figure 4.13 is from sliding the cantilever up as shown in Figure 4.9

on the sample in YZ plane to obtain

Vv
in (24).
Vh
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Figure 4.13 The vertical and horizontal photodiode signal in V from sliding the cantilever
up on the sample

To find Gl and µ, the nonlinear (20) and (21) are solved using the graphical method
as shown in Figure 4.14. The result from the graphical solution is Gl = -63.78 nN/V which
turns (8) into
Fl  63.78 109Vh

(25)
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Figure 4.14 The solution of (Gl = kl Sl / h) from equation (20) and (21). μ=1.861, and
Gl =-63.78 nN/V

4.2. FORCE AND POSITION VS. RANGE SCALING
It is important to know the range of motion of the haptic and the picocube, also the
sensitivity of the haptic-picocube coupled motion to perform any cantilever displacement
above the sample surface. In addition, it is important for the user to know the haptic force
in terms of the cantilever deflection. Section 4.2.1 explains the relationship between the
motion of the haptic and picocube, resolution, and range of the picocube. Section 4.2.2
clarifies the relationship between the haptic forces and the cantilever’s vertical and
horizontal displacements.
4.2.1. Haptic-picocube Resolution. At different times in operation, the user will
need to be able to move the probe over long ranges, for instance when locating certain
features. At other times, the user will require very precise motion, as in manipulation tasks.
The sensitivity setting, or conversion from mm in haptic motion to nm in picocube motion,
can be used to select the tradeoff between range of motion and precision of motion. Because
of the limited measurement sensitivity and range of the haptic, it is not possible to have
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high resolution, precise motion at the same time and long range motion. The measurement
sensitivity of the haptic is 0.023 mm, however the human’s hand sensitivity is about 1 mm.
Therefore, the user should be aware of the range of picocube motion and resolution in nm
with respect to the range of the haptic and the human’s hand sensitivity. The maximum
range for the picocube is 5000 nm and the minimum resolution is 0.1 nm. The 120 mm
range of motion for X and Z axes and the 160 mm for Y axis of the haptic device are used
for all experiments. Table 4.2 and Table 4.3 show the important relationship between the
sensitivity of the haptic-picocube coupled motion with the resolution and range of the
picocube in nm for X and Z axes and Y axis, respectively.

Table 4.2 Haptic-picocube sensitivity, resolution, and range of picocube for X and Z axes
Sensitivity
Resolution
Range
(pico nm/haptic mm) (pico nm) (pico nm)
5000/120
41.7
5000
1200/120
10
1200
1000/120
8.3
1000
500/120
4.2
500
120/120
1
120
100/120
0.8
100
12/120
0.1
12
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Table 4.3 Haptic-picocube sensitivity, resolution, and range of picocube for Y axis
Sensitivity
Resolution
Range
(pico nm/haptic mm) (pico nm) (pico nm)
5000/160
31.3
5000
1600/160
10
1600
1000/160
6.3
1000
500/160
3.1
500
160/160
1
160
100/160
0.6
100
16/160
0.1
16

4.2.2. Force Sensitivity. The user will need to be able to identify a certain features
from moving the probe over sample, so, the user will require very precise force feedback
to the haptic, as in manipulation tasks. The force sensitivity, or conversion from nN in the
probe to N in haptic, can be used to show the relation between probe displacement and
haptic force. Because of the limited probe displacement and force on the user hand from
the haptic, it is not possible to have high force, precise motion at the same time. Making
the conversion very small will create an environment where the user will not notice small
changes in the probe force. When using a large conversion, the user will undergo a huge
force that prevents the user from moving the probe in a smooth and effortless manner.
The normal and lateral forces are defined in equations (7) and (8), respectively. The
force applied on the haptic according to the forces on the cantilever are stated in equations
(9) and (10). The Kf gain amplifies the nN force from the probe into an N to allow the user
to feel the forces from the haptic. Experiments have found that the value of Kf is 15×106 .
This value is suitable for the user to feel the force compared with the range of motion
between the picocube and the probe deflection. A normal (Z axis force) range between 0.5
to 3 N is comfortable and suitable for the user to feel using the haptic. The force sensitivity
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for the chosen Kf between the photodiode voltage output as an input and the force applied
to the haptic as an output are shown in Table 4.4. The photodiode signal output has a
minimum value equal to -1 V and a maximum value equal to 1 V as calculated from
equations (3) and (5).

Table 4.4 Force sensitivity
Output/Input (N/V)
Fh,z/Vv
5.0265
Fh,y/Vh
0.9567
The relation between the vertical displacement (δz) of the probe and the haptic force
in Z direction is found from (4) and (9), therefore,
Fh, Z

z



K f Fn
SnVv



K f kSnVv
SnVv

 Kfk

(26)

Table 4.5 shows the relation of haptic force on the Z axis with respect to the probe
vertical displacement.

Table 4.5 Haptic Z axis force with respect to the probe vertical displacement
δz (nm) Fh,z (N)
0
0
100
0.45
200
0.9
500
2.25
700
3.38
1000
4.5
On the other hand, the relation between the horizontal displacement (δy) of the
probe and the haptic force in Y direction is found from (6) and (10), therefore,
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Fh,Y

y



K f Fl
hSlVh



K f kl SlVh
h 2 SlVh



K f kl
h2

(27)

Since kl is very hard to find by itself and the angle of twist θx is small, so the sensetivty can
be estimated as Sl ≈ Sn/l, therefore (27) can be estimated as [10],
Fh ,Y

y



K f GlVh K f Gl l

Sn
hSn
h Vh
l

(28)

Table 4.6 shows the range of haptic forces on the Y axis with respect to the probe
horizontal displacement.

Table 4.6 Haptic Y axis force with respect to the probe horizontal displacement
δy (nm) θx (deg) Fh,y (N)
0
0
0
10
0.04
0.26
25
0.10
0.64
50
0.19
1.28
100
0.38
2.57
150
0.57
3.85

4.3. NOISE AND FILTER DESIGN
In addition to cantilever deflection, noise in the photodiode measurement is
transmitted to the haptic device. Large noise can overwhelm the cantilever deflection
signal, making it difficult for the user to feel subtle changes in force. When the noise is
sufficiently large (and the user’s grip sufficiently compliant), the noise-induced forces can
create motion on the haptic device. The haptic device motion then causes undesirable
motion in the probe. This undesirable feedback cannot be stopped, but it can be mitigated
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by removing as some of the noise transmitted to the haptic through filtering the photodiode
signal.
The maximum frequency of the human response is approximately 10 Hz as a
maximum frequency response [32]. Therefore, the user’s hand cannot move the haptic
stylus more than this rate. An experiment is done to prove this human hand bandwidth. The
experiment is setup by making the user to hold the stylus while a sinusoid force (F) in N is
applied on the haptic, F is defined as,

F  t   A sin  2 f t 

(29)

where A is the amplitude, f is the frequency in Hz, and t is the time in second. The
amplitude of the force for this experiment is fixed at 0.5 N, which suitable for the user in
this experiment.
Figure 4.15 and Figure 4.16 show the result from applying the sinusoid force for f
equal to 0.5, 10, 20, and 100 Hz. The result shows how the position frequency follows the
frequency of the applied force. It is clear that the position follows the force input for f equal
to 0.5 Hz. In the second chart of Figure 4.15, the position of the stylus is partially following
the applied force. However, when the frequency of the force exceed the 10 Hz, it is hard to
recognize the frequency of the applied force from the output position as shown in third
chart (f = 20 Hz). The higher the frequency of the force (output) then the lower this will
affect the position (output) of the haptic as shown in the fourth chart (f = 100 Hz).

Pos(mm)& F(N)

Pos(mm)& F(N)

Pos(mm)& F(N)

Pos(mm)& F(N)
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Figure 4.15 Haptic position for different force’s frequencies applied (freq=0.5, 10, 20,
and 100 Hz)
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FFT of the haptic position for different force’s frequency applied
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Figure 4.16 FFT of the haptic position for different force’s frequencies applied (freq=0.5,
10, 20, and 100 Hz)

The FFT of the position of the haptic in Figure 4.15 is shown in Figure 4.16. The
results shows that the effect of the force decreased if the force frequency increased.
Moreover, at the second chart the maximum magnitude is at the same frequency applied (f
= 10 Hz). However, at the third chart the maximum is not at the frequency applied (f = 20
Hz). Similarly for the fourth chart, it is clear that the effect of magnitude at the force’s
frequency is decreased (at 100 Hz it is 19% of the maximum magnitude).
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Figure 4.17 shows the haptic model fitting using the frequency response. The fitted
model has the transfer function H(s) as,
H ( s) 

Kn 2
300
 2
2
2
s  2n s  n
s  100s  10000

(30)

where K is the gain that raises and lowers the magnitude, ωn is the natural frequency in
rad/sec, and ζ is the damping factor which affects the sharpness of the peak.
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Figure 4.17 Haptic model fitting using the frequency response

Therefore, the forces that has frequency less than 16 Hz will affect the system as it
is fed back to the probe position. However, the high frequency content will still affects the
system as shown in Figure 4.18 and Figure 4.19. Therefore, a low pass filter should be used
to remove this undesirable high frequency content from the input force to the haptic.
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The photodiode signal is sampled at 40 MHz while the real time system is running
at 10 kHz. Calculating the force from the real-time photodiode signal that is causing a high
frequency noise on the haptic when the haptic-picocube coupled motion is used. Therefore,
a low-pass filter is needed to eliminate this noise. The cutoff frequency ωc should be less
than the Nyquist frequency of the real time system rate which makes fc equal to 5 kHz. The
transfer function of low pass filter is defined as,

c
Y ( s)

X ( s) s  c

(31)

where the X(s) is the input signal in s domain to the low pass filter and Y(s) is the output
from the filter. The invers Laplace of equation (29) is,
y(t )  c y(t )  c x(t )

(32)

The first-order backward difference discrete time approximation of the filter is,

y[k  1]  y[k ]
 c y[k ]  c x[k ]
T

(33)

where ΔT is the sampling period and k is the index =1, 2, …, N. The Backward
differentiation method is used in filtering application [31]. The difference equation of the
low pass filter is,
y[k  1]  (1  Tc ) y[k ]  Tc x[k ]

(34)

Figure 4.18 shows the FFT of the signal before and after applying the low-pass filter. After
applying the low-pass filter, the magnitude at 0.6 kHz is reduced from 0.571 to 0.012 nm.
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FFT of PSD vertical Sginal for Rectangular Cantilever in Engaged Case
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Figure 4.18 FFT of the photodiode vertical signal before and after applying the low pass
filter

Figure 4.19 shows the result from applying the same filter to the photodiode signal.
The difference between the maximum and minimum is 1.68 nm and 0.19 nm for the before
and after applying the filter, respectively. Note that the picocube closed-loop resolution is
0.1 nm and the nano stage resolution is 0.2 nm. Therefore, The high freqancy force
magnitudes were reduced after appling the low pass filter. Thus, the stylus’ position has
less high frequancy vibration from appling the filterd force. Consequently, the probe’s tip
has better interaction with the surface of the sample.
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(a) PSD vertical Sginal for Rectangular Cantilever in Engaged Case
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Figure 4.19 (a) Filtered photodiode vertical signal for 3 seconds while the tip engaged
with sample and the picocube at a fixed position (b) Zoom-in for 0.5 sec

4.4. HAPTIC-PICOCUBE COUPLED MOTION
Testing the efficacy of the filter and calibration work is explained in this section.
Testing the system after completing the work on each part of the haptic-AFM interface.
This include of applying the low-pass filter, calibrating the normal gain, and calibrating the
lateral gain on the test. Figure 4.20 shows the imaging of the sample’s surface using the
engagement of the cantilever with the sample while Figure 4.21 shows the haptic-picocube
coupled motion that results from the interaction of the cantilever and the sample.
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Figure 4.20 Sample surface from imaging mode for 4 µm length (magnetite sample)

Figure 4.20 shows the surface of a magnetite sample used to perform this test. This
type of sample has a complex surface feature which is desirable for the user to feel the
surface from the haptic. The height (in Z axis) of the sample feature varied between 20 nm
and 150 nm while the image in Figure 4.20 has 4 µm length (in Y axis).
Figure 4.21 shows the result after engaging the probe tip with sample and coupling
the haptic-picocube motion for 10 seconds. The first curve represents the position of the
picocube on the Z-axis in nm for 200 nm range. The second curve shows the Z-axis force
applied on the haptic in N. The picocube position on the Y-axis is shown in the third curve
for 4 µm, and the Y-axis force acting on the haptic in N is on the last curve. The maximum
normal force applied on the haptic was 1.73 N at 7.7 sec and -0.1770 N for the lateral force
at 2.25 sec.
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Fguire 4.21 Haptic-picocube coupled motion in YZ axes for 10 sec

The result in this section shows how the force feedback haptic device acts while the
user is moving the stylus. When the probe tip reaches a high feature surface like in time
equal to 1 sec, the cantilever starts to deflect and generate a normal force in Z direction that
transmitted to the haptic. In time equal to 2 sec, the cantilever tip slide on the slope located
at 3.5 to 4 µm in Y axis of the sample. This slope makes the cantilever to twist and to

59
generate a lateral force in the Y direction that transmitted to the haptic. As a result, the
haptic-picocube coupled motion matches what is expected as the cantilever bends or twists
and the force acts on the haptic due to these displacement from the cantilever.
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5. CONCLUSION

A force-feedback haptic device is interfaced with an atomic force microscopy using
contact mode cantilever. The experiment results provide the relationship between the
forces and the input signal from the photodiode. Also, the motion sensitivity between the
haptic and the cantilever from centimeter scale (haptic) to nano scale (cantilever).
This thesis provides a method of using a low-pass filter with the photodiode signal
for obtaining better haptic behavior by cutting the high frequency noise coming from the
system. Therefore, the haptics’ stylus oscillation from the system noise is reduced,
something which allows the user to feel closer to the interaction between the sample surface
and probe tip. Consequently, the probe’s tip has better interaction with the surface of the
sample.
Calibrating the system is essential to perform a manipulation or investigation on
the sample since the forces must be precise to obtain accurate results. The way that the
experiment is set up in a precise manner provides desirable results. For example, the way
that the laser is pointed at the end of the probe provides a situation where there will be
greater sensitivity and the photodiode signal will be less noisy.
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APPENDIX A
C CODE USED TO CREATE THE HAPTIC DEVICE DLL
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A1

HEDAER FILE

//Header file (.h)
//Header
#include
#include
#include

files
<HD/hd.h>
<HDU/hduVector.h>
<HDU/hduError.h>

//Export functions
//Initializes the device, register Callback, start Scheduler
extern "C" __declspec(dllexport) int __cdecl initAndSchedule(HHD* phHD,
HDSchedulerHandle* pschedHand, double gPos[3]);
extern "C" __declspec(dllexport) void __cdecl setForce(double Xforce, double
Yforce, double Zforce);
extern "C" __declspec(dllexport) void __cdecl getPos(double *x, double *y, double
*z, int *Button);
//Stop and disable the device
extern "C" __declspec(dllexport) int __cdecl stopAndDisable(HHD hHD,
HDSchedulerHandle schedHand);
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A2

MAIN FILE

//Main file (.cpp)
//Header
#include
#include
#include
#include
#include
#include

files
"stdafx.h"
<cstdio>
<cassert>
<conio.h>
<windows.h>
"hapticHeader.h"

double gPos[3];
double gXforce;
double gYforce;
double gZforce;
int gButton;

//The device callback function
//Scheduler operation function type, used to define operations to be run in the
scheduler thread
extern "C" HDCallbackCode HDCALLBACK PositionCallback(void* pUserData)
{
int nCurrentButtons;
int nLastButtons;

hdBeginFrame(hdGetCurrentDevice());
hdGetIntegerv(HD_CURRENT_BUTTONS, &nCurrentButtons);
hdGetIntegerv(HD_LAST_BUTTONS, &nLastButtons);
if ((nCurrentButtons & HD_DEVICE_BUTTON_1) != 0 &&
(nLastButtons & HD_DEVICE_BUTTON_1) == 0)
{
/* Detected button down */
gButton=1;
}
else if ((nCurrentButtons & HD_DEVICE_BUTTON_1) == 0 &&
(nLastButtons & HD_DEVICE_BUTTON_1) != 0)
{
/* Detected button up */
gButton=0;
}
hduVector3Dd position;
hduVector3Dd f;
hduVector3Dd force(gXforce,gYforce,gZforce);
f=force;
hdSetDoublev(HD_CURRENT_FORCE, f);
hdEndFrame(hdGetCurrentDevice()); //Ends the device frame ( Gets the handle of
the current device )
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HDErrorInfo error; //Intersperse in code to occasionally check for errors
if (HD_DEVICE_ERROR(error = hdGetError()))
{
return HD_CALLBACK_DONE; //return HD_CALLBACK_DONE when it is finally
to be unscheduled.
}

hdGetDoublev(HD_CURRENT_POSITION,gPos);
return HD_CALLBACK_CONTINUE; // returns HD_CALLBACK_CONTINUE to run
indefinitely, the application can call hdUnschedule() to force the callback to
terminate
}
/*************************************
INITANDSCHEDULE: Initializes the device, register Callback, start Scheduler.
**************************************/
__declspec(dllexport) int __cdecl initAndSchedule(HHD* phHD, HDSchedulerHandle*
pschedHand, double gPos[3])
{
HDErrorInfo error;
HHD hHD = hdInitDevice(HD_DEFAULT_DEVICE); //Initializes the device
(initialize the first device that it finds)
if (HD_DEVICE_ERROR(error=hdGetError()))
{
return -1;
}
hdSetSchedulerRate(500);
hdEnable(HD_FORCE_OUTPUT); //Enables a capability (Force output for the
device)
//Schedules an operation to be executed by the scheduler in the servo loop
(The function callback,The data to be used by the function, The priority of the
operation)
HDSchedulerHandle schedHand= hdScheduleAsynchronous(&PositionCallback,
0,HD_DEFAULT_SCHEDULER_PRIORITY);
hdStartScheduler(); //Starts the scheduler. The scheduler manages callbacks to
be executed within the servo loop thread
*phHD = hHD;
*pschedHand = schedHand;
return 1;
}
/************************************
Get the position of the device
************************************/
__declspec(dllexport) void __cdecl setForce(double Xforce, double Yforce, double
Zforce)
{
gXforce=Xforce;
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gYforce=Yforce;
gZforce=Zforce;
}

__declspec(dllexport) void __cdecl getPos(double *x, double *y, double *z, int
*Button)
{
*x=gPos[0];
*y=gPos[1];
*z=gPos[2];
*Button=gButton;
}

/*****************************
STOPANDDISABLE: Stop and disable the device
****************************/
__declspec(dllexport) int __cdecl stopAndDisable(HHD hHD, HDSchedulerHandle
schedHand)
{
hdStopScheduler(); //Typically call this as a first step for cleanup and
shutdown of devices
hdUnschedule(schedHand); //Un-schedules an operation by removing the
associated callback from the scheduler
hdDisableDevice(hHD); //Call during cleanup when done using a device.
Typically the last call after stopping the scheduler and unscheduling all
scheduled callbacks.
return 1;
}
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APPENDIX B
LABVIEW PROGRAMS USED IN THE EXPERIMENTS
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Figure B. 1. Haptic Host PC program
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Figure B. 2. Haptic-picocube coupled motion program
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Figure B. 3. Picocube Jogs program
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